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Laboratery Accreditation Certificate

The National Accreditation Center of Iran (NACI)
herewith confirms that :

Towse'e Khadamat Piroozan Sau'at
Kian Laboratory

Address:Postal Code:1345644688,Unit 16, No 250,
Aazadi St,South Khosh Ave, Tchran,.R.IRAN
Tel:+98(21)66894960

Fax :+98(31)66388914

Web Site : www.Piroozansanat.ir

Has fulfilled the ISIRI-ISO/IEC 17025.2017

And is competent to carry out [ Test BCaiibraticn
services according to accreditation scope are liste: d in

1 page/s of annex.

Validity of Accreditation Certificate dep«nds on
coatinuity of compliance with the relevant requirem :nts
and obtaining the approval based on the annual
surveillance assessment.

e Validity of Accreditation depends on contiuity of
compiiance with the relevant requirements and obtaining
the approval based on the annual surveillance asscssment.
e The unique identification number of this Accreditation
Certificate and all attachments are the same

e To control the originality of this certificai: visit the
websit: of NACI.(nacipaortal.isiri.gov.ir)

A.R. Khakifiroez
NACI PRESIDENT
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Identification Num.l-)-er of
Accreditation
NACI/Lab/542
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National Accreditation Center of Iran

Initial Accreditation Date

and Place: 2014.08.23-Tehrat
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Annex

| RenewalDate 20210131 | Laboratory Accreditation Certificate
‘ ExplryDate 2026 0131 ]

Accreditation Scope of Towse'e Khadamat Piroozan San'at Kian

1 Vehlcle garage equlpment

Laboratory

{ BREgEny e SRR Fazias - Capability
-No 4 1 G Quan:itg&l\:lea;s;uﬁlg ' Range Sl -Measurement and
T ns rument, Materia easure Calibration (&2
1 Pressu’%Ga.“ge in Garage (0.8 to 30) bar 0.12%F S.
quipment _ o
) Wheel Urllll?alincg.ﬁfnouxg J!__ Upto 100 g 200 mg
“ Balancer g s LInanoe Up to 200 mm 0.06 mm
Ruler
CO 3.48% vol 1.1% rdg
CO, 10.5% vol 1.1% rdg
3 E’X‘;;Stzfras 0, 0.68% vol 1.1% rdg
. HC 1962 ppm 1.1% rdg
NOy 948 ppm 1.1% rdg
+ Air Conditioner Device Upto 15 kg 8.66 g
: . Camber Angle 0,-3,+3° '5
5 Wheel AEgner The Angle 0° 0
Brake & Weight § 5
Car, Truck & Fcos Up to 5000 kgf 74.6 N
6 Motorcycle ~ Sideslip (-10 to +10) mm 0.06 mm
Test le t
S S SpReinmE Up to 100 km/h 50 m/h
Tester .
7 Distance Ruler _ (400 to 1060) mm 2 mm
8 Opacity ) Up t0 9.991/m 0.11/m
9 Light Intensity Up to 1972 Lux 70 Lux
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A.R. Khakifirooz
NACI PRESIDENT
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